Molecular Ultrasound Imaging: Current Status and Future Directions

Nirupama Deshpande¹, Andrew Needles², and Jürgen K. Willmann¹

¹Department of Radiology, Molecular Imaging Program at Stanford, Stanford University School of Medicine, Stanford, California, USA
²Visualsonics, Toronto, Canada

Abstract

Targeted contrast-enhanced ultrasound (molecular ultrasound) is an emerging imaging strategy that combines ultrasound technology with novel molecularly-targeted ultrasound contrast agents for assessing biological processes at the molecular level. Molecular ultrasound contrast agents are nano- or micro-sized particles that are targeted to specific molecular markers by adding high-affinity binding ligands onto the surface of the particles. Following intravenous administration, these targeted ultrasound contrast agents accumulate at tissue sites overexpressing specific molecular markers, thereby enhancing the ultrasound imaging signal. High spatial and temporal resolution, real-time imaging, non-invasiveness, relatively low costs, lack of ionizing irradiation and wide availability of ultrasound systems are advantages compared to other molecular imaging modalities. In this article we review current concepts and future directions of molecular ultrasound imaging, including different classes of molecular ultrasound contrast agents, ongoing technical developments of preclinical and clinical ultrasound systems, the potential of molecular ultrasound for imaging different diseases at the molecular level, and the translation of molecular ultrasound into the clinic.

INTRODUCTION

In recent years, targeted contrast-enhanced ultrasound imaging (molecular ultrasound) has emerged as a promising new non-invasive imaging strategy for imaging biological processes at the molecular level. It combines the advantages of ultrasound, including high spatial and temporal resolution, relatively low costs, portability, lack of ionizing irradiation, and the widespread availability in imaging departments throughout the world, with the use of molecularly-targeted ultrasound contrast agents. These ultrasound contrast agents are decorated with binding ligands such as antibodies or small peptides that recognize receptor proteins involved in various disease processes. Combined with dedicated ultrasound imaging sequences and the latest transducer technology, molecular ultrasound allows quantitative assessment of molecular target expression with a high sensitivity, which opens exciting new applications for ultrasound including early detection of diseases such as cancer or atherosclerosis as well as monitoring treatment effects of novel drugs such as anti-angiogenic agents at the molecular level. Through further advances in ultrasound contrast agent design, molecular ultrasound may soon achieve a clinical translation into human studies.
In this article we review the concepts of molecular ultrasound imaging, including the various types of molecular ultrasound contrast agents, ultrasound imaging techniques, and possible applications of molecular ultrasound imaging in medicine.

Ultrasound Contrast Agents

Ultrasound contrast agents can be divided into two main classes: 1) microbubble based contrast agents and 2) non microbubble based contrast agents (Figure 1) ¹. Microbubbles are gas-liquid emulsions consisting of a gaseous core surrounded by a shell and are usually 1 to 4 microns in size. Following insonification with ultrasound, the gaseous core of the microbubbles causes a very high echogenic response that results in a high contrast to tissue background ratio on ultrasound images. The microbubble shell prevents both gas leakage and aggregation of the microbubbles. Different types of contrast microbubbles have been synthesized by combining different shell compositions such as albumin, galactose, lipids, or polymers, with different gaseous cores such as air, or high molecular weight gases (perfluorocarbon, sulfur hexafluoride or nitrogen) ². Heavy gases are less water-soluble and, thus, dissolve into the surrounding solution at a much slower rate, than for example, air. This prolongs the effective lifetime of microbubbles ³. Introduction of a grafted arm of polyethylene glycol (PEG) polymer onto the microbubble shell provides additional stearic protection and prevents microbubble aggregation⁴,⁵. Following intravenous administration, microbubbles are rapidly cleared by the reticuloendothelial system (RES) with a serum half life of only a few minutes ⁶. Due to their size of a few microns, microbubbles stay within the vascular compartment, and do not leak out into the extra-vascular space. This limits their use for imaging of disease processes that are reflected on vascular endothelial cells such angiogenesis, inflammation, or thrombus formation. Preparation protocols for microbubbles are reviewed elsewhere ⁷.

Non microbubble based contrast agents consist of either submicron or nano sized particles. These particles consist of either liquid or solid colloids that range in size between 10 and 1000 nanometers ¹. Non microbubble based contrast agents are advantageous over microbubbles in terms of their ability to enter the extravascular space providing the opportunity to image targets beyond the vascular compartment. However, most of the non microbubble based contrast agents cannot be detected individually by ultrasound imaging due to their poor inherent acoustic reflectivity. The relative incompressible liquid/solid core or the small size of these particles makes visualization by ultrasound difficult. Hence, other mechanisms for visualization of these particles with ultrasound have been proposed (see below).

Based on their composition and size, different types of sub micron or nano sized particles have been synthesized for ultrasound imaging: Echogenic liposome, perfluorocarbon emulsion (PFC) nanodroplets, nanobubbles and solid nanoparticles. Echogenic liposomes consist of a lipid bilayer with an aqueous core. Air pockets within the lipid bilayer can generate acoustic reflectivity ⁸. An example for the use of targeted echogenic liposome was shown in an atheroma model in miniswines ⁹. Echogenic liposomes were targeted against various markers of inflammation such as anti-intercellular adhesion molecule 1 (ICAM1), anti-vascular cell adhesion molecule 1 (VCAM1), anti-fibrin, anti-fibrinogen, and anti-tissue factor (TF). These targeted liposomes accumulated at the site of atheroma and increased the imaging signal 5 min after intravenous administration ⁹.

PFC nanodroplets are liquid-liquid emulsions consisting of a liquid perfluorocarbon core encapsulated by a phospholipid monolayer, with typical diameters ranging between 200 and 400 nm. The liquid composition makes them resistant to pressure and mechanical stress compared with the gas core of microbubbles. When a large number of PFC nanodroplets accumulate on the surface of a biological target these PFC nanodroplets can become
acoustically detectable with ultrasound. Lanza et al.\textsuperscript{10} successfully increased the detection of blood clots by using fibrin-targeted PFC nanodroplets and intravascular ultrasound in the carotid arteries of dogs. Targeted PFC nanodroplets were administered either in situ or systemically and aggregated at the surface of blood clots, thereby increasing the echogenicity of the clots. In a related study, stretch induced tissue factor targeted PFC nanodroplets which were used to enhance the detection of injured pig carotid arteries \textit{in vivo} using intravascular ultrasound\textsuperscript{11}. A segment of the injured carotid artery was isolated and infused with targeted PFC nanodroplets. High echogenicity was observed at the site of arterial injury due to the accumulation of PFC nanodroplets in the tunica media and internal elastic lamina\textsuperscript{11}. To overcome the general limitation of low acoustic reflectivity a novel technology has been introduced where the liquid core of PFC nanodroplets can be vaporized into gas using acoustic energy, thereby substantially increasing the echogenicity of PFC nanodroplets (Figure 2). However, whilst low-boiling point perfluorocarbons such as dodecafluoropentane can spontaneously vaporize at physiological body temperature, high-boiling point liquid perfluorocarbons such as perfluorohexyl bromide are difficult to vaporize and need relatively high energy to transfer them into a gaseous phase\textsuperscript{12}. To overcome this trade-off, Amirriazi et al showed \textit{in vitro} that nanodroplets filled with high-boiling point perfluorocarbons can be modified by adding iron oxide nanoparticles as nucleation sites, thereby substantially lowering the boiling-point of nanodroplets\textsuperscript{13}. Future studies are warranted to assess biodistribution and feasibility for \textit{in vivo} molecular ultrasound imaging using targeted perfluorocarbon nanodroplets and this vaporization technique.

Nanobubbles are gas-liquid emulsions enclosed by a biodegradable polymer such as polylactic acid and range between 40 and 200 nm in size. A recent study assessed the application of nanobubbles for both ultrasound imaging and ultrasound mediated delivery of the drug doxorubicin in subcutaneous human breast cancer xenograft tumors in mice\textsuperscript{14}. In that study, doxorubicin encapsulated, non-targeted nanobubbles accumulated and were retained in the tumor tissue via the enhanced permeability and retention (EPR) effect, thus accomplishing passive drug targeting to tumors\textsuperscript{14}. The EPR effect refers to the phenomenon of small particles entering the extravascular space of tumors through leaky and defective tumor vessels and accumulating due to the defective lymphatic drainage of the tumor tissue\textsuperscript{15}. As the nanobubbles extravasate and accumulate in the tumor tissue, they coalesce into larger, better detectable gas bubbles, thus providing strong signal on ultrasound imaging (Figure 3). Furthermore, when subjected to tumor directed therapeutic ultrasound, these gas bubbles oscillate and collapse, thereby releasing the therapeutic drug at the site of the tumor.

Solid nanoparticles such as amorphous solid particles including silica or iron oxide particles contain gas pockets in their pores and fissures and have been shown to generate detectable backscatter for ultrasound imaging. Liu et al\textsuperscript{16} imaged the liver of mice after intravenous administration of 100 nm silica nanoparticles and showed that the mean acoustic intensity increased by 30% compared to background. Iron oxide based nanoparticles (SPIO) were used to delineate malignant gliomas orthotopically implanted into the brain of rats in another study\textsuperscript{17}. \textit{Ex vivo} ultrasound imaging of the brains showed that malignant gliomas could be well delineated from the surrounding brain tissue due to the presence of echogenic SPIO that accumulated in the macrophages situated at the tumor margin. In another study, SPIO were used for imaging autoimmune encephalomyelitis (EAE, characterized by demyelination, axonal damage and inflammation with the most prevalent cell type being macrophages)\textsuperscript{18}. These iron oxide nanoparticles accumulated in macrophages creating a front of small echogenic scatterers in the EAE regions of the brain that could be detected by ultrasound imaging.
Microbubble-based contrast agents are the most commonly used contrast media for contrast-enhanced ultrasound imaging and the following part of this review focuses on the use of contrast microbubbles for molecular ultrasound imaging.

**Cellular and Molecular Targeting of Contrast Microbubbles**

Targeting of contrast microbubbles to a cellular or molecular target can be either passive or active. Passive targeting refers to a nonspecific accumulation of microbubbles at the target site. Lindner et al.\(^1\) have shown that activated leukocytes engulf and absorb microbubbles that are surrounded by an albumin or a lipid shell. In this study, passive targeting of leukocytes was achieved by the incorporation of negatively charged phosphatidylserine into the shell of microbubbles, which promotes microbubble attachment to activated leukocytes. These microbubbles were used to image inflamed venules of mouse cremaster muscles.\(^1\) Ultrasound images after microbubble infusion demonstrated increased contrast enhancement from phagocytosed and adherent microbubbles retained at the site of inflammation.

Active targeting refers to the modification of the contrast agent shell to allow selective binding to cellular epitopes or other receptors of interest. Avidin or streptavidin is commonly used for non-covalent attachment of biotinylated ligands onto the shell of ultrasound contrast microbubbles due to its wide availability, very high effective dissociation constant \(K_d\) of \(10^{-15}\) molar, and flexible use for pre-clinical experiments. The use of (strept)avidin is advantageous in preclinical research because it allows binding of virtually any biotinylated ligand onto the microbubble surface without the need to design new microbubbles for each vascular molecular target under investigation. A drawback of this approach, however, is that streptavidin can cause immunogenic and allergic reactions in patients. Another possible side effect of streptavidin is the potential binding of streptavidin to physiologically available biotin within the human body, which is needed for fatty acid synthesis and gluconeogenesis. Therefore, (strept)avidin containing microbubbles are unlikely to be clinically translated.

Several alternate strategies that allow covalent binding of ligands to the microbubble shell have been explored. One approach involves the binding of activated carboxylic groups in the microbubble shell with amino-groups from lysine residues of binding ligands. However, coupling yields of ligands to microbubbles are limited with this reaction as large excess amounts of binding ligands have to be added to yield reasonable ligand/microbubble coupling ratios (corresponding to at least \(10^5\) attached ligands per microbubble). In another approach, maleimide is introduced into the microbubble shell and reacted with an activated thiol group on ligands to form stable thioether bonds. Since single thiol residues can be introduced into the non-functional parts of the ligand (for example by site-directed mutagenesis or by direct synthesis), site-specific attachment of the binding ligand to the microbubble shell can be achieved. In a third approach, binding ligands are coupled to components of the microbubble shell (e.g. to phospholipids), which is followed by the formation of microbubbles using these functionalized components in a second procedure. This approach has been used to design targeted contrast microbubbles for clinical use.

**Imaging and quantification of molecular ultrasound signal**

The goal of different molecular ultrasound imaging and quantification strategies is to isolate imaging signals derived from accumulating microbubbles from the surrounding tissue signal \textit{in vivo}. On many early ultrasound systems non-targeted microbubbles were imaged by destroying them with high powered ultrasound pulses. This technique is often referred to as Loss of Correlation (LOC). A microbubble undergoing disruption generates a different acoustic response between successive imaging pulses, resulting in a decorrelation detectable with Power Doppler signal processing. While this approach can be easily implemented on...
existing Power Doppler imaging systems, the detection of contrast agent relative to tissue is limited and it is not appropriate for molecular ultrasound imaging because the microbubble signal of interest is immediately destroyed while imaging. Therefore, other imaging techniques harnessing particular properties of the microbubbles have been developed.

Due to their high compressibility and shell elasticity properties, microbubbles oscillate nonlinearly in an ultrasound field. This causes nonlinear scattering of ultrasound waves, which have harmonics at twice the center frequency (second harmonic) and above (third harmonic, fourth harmonic, etc.) or at half of the center frequency (subharmonic). Therefore, most ultrasound imaging techniques try to preferentially detect this nonlinear energy from microbubbles, thereby segmenting the microbubble-generated imaging signal from the tissue signal. With increasing acoustic pressure, tissue also responds nonlinearly to ultrasound, which always causes some residual nonlinear background tissue signal. This background tissue signal can be substantially reduced by using low acoustic pressures (below ~500 kPa), thereby improving the contrast-to-tissue-ratio (CTR) of the ultrasound image.

Harmonic Imaging was developed for imaging microbubbles nonlinearly, to overcome intrinsic limitations in CTR with LOC approaches. By implementing frequency-based filters in the analog electronics of the ultrasound system, particular nonlinear frequency components (harmonics) were retained. These implementations improved detection when compared with LOC, however, with the tradeoff of limited signal bandwidth, a restriction imposed by the design of analog harmonic filters. This is due to the fact that frequency-based filtering will not distinguish between linear and nonlinear signal components that overlap in frequency. By restricting the frequency bandwidth of the imaging, the overlap of the signals is minimized (however, at the expense of reduced axial imaging resolution).

### Current contrast-enhanced ultrasound imaging techniques

Most contrast ultrasound imaging modes on current clinical ultrasound systems employ multi-pulse techniques for nonlinear contrast agent detection (Table 1). Multi-pulse techniques rely on detecting nonlinear imaging signals by modulating either the phase or amplitude between successive ultrasound pulses. Since microbubbles oscillate nonlinearly, scaling their receive echoes and cancelling them results in a residual signal difference that can be exploited to detect microbubbles and cancel signal from the surrounding tissue. Since the signal filtering is not frequency-based, linear and nonlinear signal components overlapping in frequency can still be extracted, avoiding the bandwidth restrictions imposed by Harmonic Imaging as described above. Also, broadband imaging pulses can be used which improves the axial imaging resolution. This is particularly important if one tries to detect nonlinear signals from microbubbles imaged at the fundamental frequency (the frequency of insonation), which cannot be detected with Harmonic Imaging since linear and nonlinear harmonic components overlap at the fundamental frequency. Many clinical ultrasound systems actually utilize this nonlinear fundamental component because it is most easily detected at the sensitivity peak of the transducer. Multi-pulse implementations also have the added benefit of signal averaging (which reduces noise in the image) since two or more pulses are used to form a given image line.

The two most common two-pulse sequences are Pulse Inversion (PI) and Amplitude Modulation (AM) (often referred to as Power Modulation) and the majority of multi-pulse techniques are based on the fundamentals of either PI, AM, or their combination (PIAM). The basic implementation involves a combination of two pulses, however, this can be extended to repetitions of multiple pulse pairs. In general, adding more pulses to a sequence helps suppress tissue motion (which improves sensitivity), however, with the tradeoff of reduced frame rate and, thus, reduced temporal resolution.
High-frequency ultrasound imaging systems

Ultrasound imaging performed at high frequency (also known as micro-ultrasound) increases image resolution, however at the expense of imaging penetration depth. It is currently widely used in pre-clinical imaging of small animals where high spatial resolution is needed. Typical frequencies range from 20-70 MHz (resulting in axial spatial resolution of 20-80 μm) compared with frequencies commonly used for clinical purposes in the range of 1-15 MHz (with an axial spatial resolution of 100-1500 μm). High-frequency imaging is well suited to molecular imaging since the resolution approaches a much smaller scale (closer to the cellular level) and in turn increases the specificity of the detection. However, the design of high frequency array transducers is technically challenging because the size of transducer elements is on the order of 50-100 μm, with spacing between elements requiring cuts (kerfs) on the order of 10 μm. Dicing equipment capable of creating kerfs of this size was, until recently, not possible. First generation small animal high-frequency ultrasound systems, therefore, used mechanically scanned transducers with a single active element which reduced the fabrication complexity since kerfs between elements were not required. Although there were efforts in measuring nonlinear signals from microbubbles using sub- and second-harmonic imaging approaches, non-linear imaging with first generation high-frequency transducers was of limited success due to the fixed focus zone of the transducers, which limited the depth-of-field, and thus, the sensitivity to contrast agent outside of the focal zone.

As a result, molecular imaging with first generation micro-ultrasound systems used a frame subtraction technique for microbubble detection. Using fundamental B-mode imaging, targeted microbubbles were separated from freely circulating microbubbles using a destruction/replenishment approach. By using a sum of absolute differences algorithm, the best match between pre- and post-destruction image frames was identified and subtracted from each other. The subtracted signal was then displayed as a colored overlay on the B-mode images and was considered to be the imaging signal from microbubbles attached to the molecular target (Figure 4). The challenge with this quantification approach, however, is that often microbubbles and background tissues cannot be easily differentiated from each other due to high echogenicity of the tissue. This ultimately limits the sensitivity of this approach to detecting all microbubbles present in the imaging field of view.

In the meantime, high-frequency linear array technologies continued to develop, improving depth of field and eliminating mechanical motions, which improved the implementation of multi-pulse sequencing for high-frequency ultrasound imaging. Recently, a linear array based high-frequency ultrasound imaging system has been developed that allows nonlinear contrast imaging at frequencies ranging between 18 and 24 MHz.

Quantification of molecular ultrasound imaging signal

The imaging signal in contrast-enhanced ultrasound imaging is proportional to the concentration/number of the administered contrast microbubbles. Provided that the uncompressed linear data on the US system can be stored, or a calibrated linearization scheme exists with sufficient dynamic range to undo the image compression, it is possible to perform an absolute or relative approach for quantifying attached microbubbles in molecular ultrasound imaging. For absolute quantification, the goal is to quantify the absolute number of accumulating microbubbles at the target site. This requires the ultrasound system to be calibrated for detected ultrasound signal power corresponding to a given number of microbubbles (e.g., performed by in vitro characterization) for a particular combination of system settings (e.g. gain, dynamic range, mechanical index, etc.). The detected ultrasound signal will also be influenced by attenuation through tissue (the loss of
energy primarily through absorption; the conversion of ultrasound energy into other forms such as heat) as well as the geometry of the imaging beam (which is not perfectly uniform with depth). These effects must be accounted for, and are not always known with certainty in vivo. Also, the interaction between the microbubble and vascular endothelial cells must be better understood so that the relationship between the number of microbubbles per cell surface marker is known, in order to infer the amount of cellular expression. Finally, the effect of non-specific attachment of targeted microbubbles to endothelial cells needs to be characterized with certainty. Preset system parameters could be stored on an ultrasound system, along with standard values of attenuation and ultrasound beam geometry (which would be measured separately) and used for calculation of absolute values. These types of corrections have been proposed for blood perfusion imaging with microbubbles and could potentially be applied to molecular imaging with ultrasound. The combination of all this, however, requires careful measurement procedures and experimental technique. Thus, absolute measures of molecular expression with ultrasound so far are rare, especially with current commercial ultrasound systems, and have not found widespread use.

In comparison, the relative quantification approach is more practical and allows trends of microbubble attachment to be quantitatively correlated with trends in expression levels of molecular markers. Comparing detected molecular signal (M) between regions within an image can give a relative value of molecular expression. For example, the regions may be sections of normal and pathological tissues within an organ. Thus, the signal from two regions, M1 and M2, (where M is the Root-Mean-Square (RMS) of the signal within the region) can be expressed as: Molecular Expression = M1 / M2. (equation 1). If the regions of interest encompass a similar depth range in the image, then the effects due to attenuation and ultrasound beam geometry can be considered negligible as they will influence the values of M1 and M2 equally and are effectively cancelled in equation 1. Rather than calculating an absolute quantity of cellular expression, equation 1 simply relates the amount of molecular signal expressed in region 1 relative to the amount in region 2 as a linear ratio, which could be presented as a percentage increase or decrease over time. This approach to quantification is very straightforward, and thus, most current research with microbubbles for molecular imaging uses relative measures of linear ultrasound signal level to infer the amount of molecular expression.

### Applications of molecular ultrasound imaging
Since microbubbles remain in the intravascular space due to their size of several microns, disease processes within the vascular compartment such as angiogenesis, inflammation or thrombus formation are ideal targets for molecular ultrasound imaging.

### Molecular ultrasound imaging of tumor angiogenesis
Tumor angiogenesis is the formation and recruitment of new blood vessels from the host surrounding tissue. In this process various molecular markers are over-expressed on tumor vascular endothelial cells. Microbubbles targeted to these molecular markers of angiogenesis such as vascular endothelial growth factor receptor type 2 (VEGFR2), αvβ3 integrin, or endoglin, have been used to image tumor angiogenesis with molecular ultrasound imaging. In the study of Lee et al, a positive correlation between the in vivo ultrasound imaging signal and actual VEGFR2 expression on tumor endothelial cells of subcutaneous breast cancer tumors could be demonstrated. Since angiogenesis marker expression can vary in different tumor types and at different stages of tumor development, another group explored the potential of a dual-targeted microbubble (targeted to VEGFR2 and αvβ3 integrin using the same microbubble) to increase in vivo imaging signal in subcutaneous human ovarian cancer xenografts in mice. In vivo imaging signal was substantially higher using dual-targeted microbubbles compared to either singly-targeted...
microbubble or a combination of the two singly-targeted microbubbles, suggesting that multi-targeting of contrast microbubbles may improve detection of tumor angiogenesis (Figure 5). This may be of significance to molecular ultrasound imaging for early tumor detection of cancer with different markers expressed at different time points during cancer development.

In addition, three studies have shown that molecular ultrasound allows longitudinal monitoring of anti-angiogenic therapy in human cancer xenograft tumors in mice. Subcutaneous and orthotopically implanted pancreatic cancers were treated with anti-VEGF monoclonal antibodies and/or gemcitabine and longitudinal molecular imaging was performed with microbubbles targeted to VEGFR2, the VEGF-VEGFR complex, or endoglin. Imaging signal from targeted microbubbles decreased in tumors undergoing anti-angiogenic or cytotoxic therapy, and correlated with the level of expression of the target and with microvessel density. Similarly, an upregulation of VEGFR2 and αvβ3 integrin was shown in subcutaneous human squamous cell xenografts in mice without treatment, and a downregulation of both markers following therapy with matrix metalloproteinase inhibitor treatment. Pysz et al. have compared molecular ultrasound imaging signal in human colon cancers in mice with and without anti-angiogenic treatment using ultrasound and a novel clinically-translatable human VEGFR2-targeted microbubble. As early as 24 hours after initiation of anti-angiogenic treatment, molecular ultrasound showed a significant decrease in imaging signal in treated versus non-treated mice, while there was no difference in terms of tumor size at early time points after anti-angiogenic treatment. This study suggested that molecular ultrasound allows early assessment of successful anti-angiogenic treatment before overt morphological-anatomical changes become visible in tumors.

Molecular ultrasound imaging of inflammatory processes

Inflammation is a common pathophysiological process in a number of disease states. Therefore, a noninvasive imaging method to assess inflammation in vivo at the molecular level can be beneficial for early diagnosis and treatment monitoring. A common feature of inflammation is the activation of leukocytes in the blood pool and their transmigration to the extravascular compartment. The recruitment and transmigration of leukocytes is mediated by the interaction between adhesion molecules on the leukocytes and various receptors expressed on the endothelial cell surface. Molecules such as E- and P-selectin mediate the initial capturing and then promote rolling of leukocytes on the inner vessel wall. Subsequently, a firm arrest of the rolling leukocytes, a necessary precondition for migration of leukocytes into the tissue, is promoted by adhesion molecules such as ICAM1 and VCAM1 (Figure 6a). Recently, a contrast agent system was modeled based on the behavior of leukocytes during inflammation. The aim of this study was to improve adherence of microbubbles under conditions of shear stress that is present due to blood flow for detection of inflammation in atherosclerosis. Dual-targeted microbubbles (simultaneously targeted to both P-selectin and VCAM1) were shown to adhere with increased efficiency compared to single targeted microbubbles in cell culture experiments. It was hypothesized that similar to rolling and attachment of leukocytes, targeting the P-selectin marker aided in capturing the microbubbles to the endothelial cell wall with subsequent rolling of the microbubbles on the endothelial cells, while targeting to VCAM1 aided in firm attachment of the microbubbles to the blood vessel wall (Figure 6b).

Inflammatory markers such as E- and P-selectin, ICAM1 and VCAM1 have been targeted with microbubbles to quantify inflammation in various organs such as the kidneys, the heart and the colon. Using P-selectin targeted microbubbles in a myocardial ischemia reperfusion model in rats allowed identifying the presence of recently ischemic myocardium in the absence of necrosis. A similar study used the P-selectin ligand sialyl Lewis conjugated to microbubbles in myocardial ischemia reperfusion model in rats that adhered to
inflammatory endothelial cells of recently ischemic myocardium. Both studies highlight the potential of molecular ultrasound imaging as a rapid and straightforward bedside test for imaging “ischemic memory” in patients with atypical chest pain. Furthermore, the potential clinical uses for P-selectin-targeted ultrasound imaging may also be extended to other myocardial inflammatory processes such as transplant rejection and myocarditis. Another promising clinical application of molecular ultrasound is the quantification of inflammation in inflammatory bowel disease. In a recent proof of principle study, inflammation in the terminal ileum of transgenic mice could be visualized non-invasively at the molecular level by using the mucosal addressin cellular adhesion molecule 1 (MAdCAM1)-targeted microbubbles (Figure 7).

Molecular ultrasound imaging of intravascular thrombus formation

Imaging thrombus formation by molecular ultrasound has tremendous potential not only as a diagnostic tool but for making treatment decisions in patients with stroke or in patients at high risk for cerebral embolic disease. Furthermore, the use of microbubbles along with ultrasound energy can be utilized for declotting thrombosis. Although research in molecular imaging of thrombus is still at its infancy, several studies have shown feasibility of molecular ultrasound for thrombus imaging by targeting contrast agents to components of blood coagulation in animals. Studies by Schumann et al. showed binding of targeted microbubbles to arterial and venous blood clots in the cremaster muscle in mouse. These targeted agents were synthesized by adding Platelet glycoprotein (GP) IIb/IIIa receptor-targeted peptides onto the microbubble shell. A similar study used microbubbles with GP IIb/IIIa targeted peptides for imaging thrombi in femoral veins of dogs. (Figure 8).

Future directions of molecular ultrasound imaging

Radial modulation imaging—In this approach, two ultrasound pulses with 2 different frequencies are applied with one frequency (usually the lower one) exciting the microbubbles and the second one being used for signal detection. Another more general formalism of the technique has been called Second Order Ultrasound Field (SURF) Imaging. SURF Imaging has been demonstrated in clinical applications of prostate and abdominal imaging. The major benefit of using Radial Modulation, particularly for high frequencies, is that the microbubble detection is not dependent on its resonance frequency. This is advantageous since many of the microbubbles are typically resonant at much lower frequencies than the imaging frequency used for high-resolution imaging. This represents a significant opportunity for pre-clinical molecular imaging, as a means for improving sensitivity at significantly higher frequencies (> 30 MHz), which in turn will improve specificity.

Improved microbubble attachment with acoustic radiation force

In addition to improving microbubble detection through improved transducer and software design, advances in molecular ultrasound imaging can be made by improving microbubble attachment to the molecular target. While microbubble attachment can be increased by increasing affinity of the binding ligand on the microbubble surface or improved avidity of the microbubble/ligand complex, microbubbles can also be mechanically pushed to the vascular endothelial cell wall with a series of low frequency ultrasound pulses, thereby increasing vessel wall contact and, thus, the rate of microbubbles actually binding to the molecular targets expressed on the vascular endothelial cells. Radiation force is created by ultrasound waves and becomes more pronounced as frequency decreases. Therefore, similar to Radial Modulation imaging, dual-frequency transducers can be designed to aid in the generation of radiation force at lower frequencies (e.g. 1-2 MHz) to push microbubbles to the endothelial surface before imaging them at higher frequencies. Recent studies have...
demonstrated increased microbubble attachment using radiation force, without substantially increasing non-specific binding of targeted microbubbles to vascular endothelial cells.

**Improved methods for differentiating bound from non-bound/freely circulating microbubbles**

Recently, a new approach has been proposed using high frame rate ultrafast imaging (500 Hz) with a system capable of transmitting plane waves and capturing parallel receive beams. This study demonstrated that following microbubble disruption the gas inside bound and freely flowing microbubbles dissolves at different rates over time, producing different time-varying responses to ultrasound. By using ultrafast imaging, these differences in dissolution time (on the order of 20-30 ms) can be tracked, and used to differentiate regions of targeted versus freely circulating microbubbles. Since targeted bubbles dissolve very quickly after disruption (on the order of 10 ms), any signal present beyond this time after the disruption pulse can be segmented as a targeted signal and displayed on the contrast image. Other recent studies have demonstrated signal processing algorithms to differentiate attached from flowing microbubbles. These algorithms rely on a nonlinear detection of microbubbles to segment them from tissue, and then use Doppler processing to filter out signals from moving versus attached microbubbles. Using such an approach not only reduces the amount of time required for imaging targeted bubbles (since a real-time differentiation between freely circulating and attached microbubbles is possible), but also has the advantages that binding of targeted microbubbles can be visualized over an extended time period since the microbubbles are not destroyed with this approach.

**Three-dimensional imaging**

Three-dimensional molecular ultrasound imaging approaches are of paramount importance for molecular ultrasound imaging to obtain representative measures of molecular signatures within the entire region under consideration (e.g., within a primary tumor or a metastasis). Since molecular expression in e.g. tumors can be inhomogeneous due to focal areas of necrosis or hypoxia, a 2D imaging approach allowing only a limited view may be prone to substantial sampling error. Current pre-clinical high-resolution ultrasound systems use linear stepper motors to translate the transducer through the 3D field of view and integrating the imaging signal over the volume obtained from these consecutive 2D images. The development of clinical ultrasound transducer technology to two-dimensional arrays has advanced the field of 3D imaging to the point where real-time imaging is now possible (referred to as 4D) at lower frequencies. Future studies are warranted to test 3D approaches for molecular ultrasound imaging in vivo.

**Clinically translatable molecular ultrasound contrast microbubbles**

Non-targeted ultrasound contrast agents have been in clinical use for many years. Promising indications include detection and characterization of focal liver lesions and lesions in other solid abdominal organs, assessment of intracranial, renal, and portal venous vasculature, improved delineation of the endocardial border, and myocardial perfusion studies. Overall, microbubbles are very safe contrast agents with a very low minor adverse event rate of 0.13% (29 per 23,188 examinations; minor adverse events included dizziness, erythematous rash, itching, nausea and vomiting). In two patients, 2 major adverse reactions were reported (corresponding to an incidence of 0.0086% for major adverse events). Major adverse events in that study included dyspnea, bronchospasm, slight hypotension and bradycardia in one patient and clouding of consciousness, dorsolumbar pain, severe hypotension and cutaneous rash in the other patient. Both patients recovered within 30 min of contrast agent injection by the administration of corticosteroids, antihistamines and vasoactive drugs. There are no reported nephrotoxic effects and it is not necessary to
perform renal function test before administration of contrast microbubbles, which is of significant advantage compared to iodinated CT contrast agents or gadolinium-based MR contrast agents.\textsuperscript{91}

The FDA ordered a black box warning on perfluorcarbon-containing microbubbles in 2007 following reports of 11 deaths in patients following intravenous administration of nontargeted contrast microbubbles.\textsuperscript{92} Four of those deaths were caused by cardiac arrest that occurred either during infusion or within 30 minutes after infusion of the microbubbles. The black box warning contraindicated the use of microbubbles in patients with acute coronary syndromes, acute myocardial infarction, and worsening or clinically unstable heart failure, severe emphysema and pulmonary emboli or other conditions that cause pulmonary hypertension. This warning was revised in 2008 following a publication of a retrospective study in the Journal of the American College of Cardiology.\textsuperscript{93} The review, involving 18,671 consecutive studies, found no increased mortality risk for patients who received microbubbles compared with patients who were imaged without the agent. Currently, the revised warning continues to highlight the risk of serious cardiopulmonary reactions during or within 30 minutes following the administration of microbubbles and recommends that patients are closely monitored during and for at least 30 minutes post administration of microbubbles.

Regarding the use of targeted microbubbles, the field is currently still restricted to preclinical research. Humanizing antibodies required for generation of targeted contrast agents can be very expensive and antibodies can cause immunogenic reactions.\textsuperscript{94} Novel peptides that recognize a variety of molecular markers may provide an alternative and may circumvent the problem of allergic reactions in humans.\textsuperscript{82} Novel microbubble constructs designed for clinical use are currently under development to expand molecular ultrasound imaging to the clinical arena.\textsuperscript{26}

CONCLUSIONS

Molecular ultrasound is an emerging molecular imaging approach that has rapidly found its niche among other molecular imaging modalities within the last several years. High spatial and temporal resolution, real-time imaging, non-invasiveness, relatively low costs, lack of ionizing irradiation and wide availability among the imaging community throughout the world are important advantages that will further define the role of this novel imaging technique both in preclinical research and clinical applications. In addition, ongoing improvements in ultrasound technology and sophisticated contrast agent design with novel high-affinity targeting ligands using clinically translatable binding chemistry, and further improvements in biodistribution of ultrasound contrast agents beyond the vasculature will further expand the clinical role of molecular ultrasound for imaging diseases at the molecular level in medicine.

Acknowledgments

This work has been supported by the RSNA Seed grant RSD0809 and the NIH R21 CA139279

REFERENCES


Figure 1.
Different types of ultrasound contrast agents. a) Microbubbles are gas-liquid emulsions with a polyethylene glycol (PEG) polymer on the surface to prevent aggregation. Microbubbles are highly echogenic and the most commonly used contrast agent for molecular ultrasound imaging. b) Perfluorocarbon emulsion (PFC) nanodroplets are liquid-liquid emulsions that can be vaporized into echogenic gas-bubbles following administration of acoustic energy. c) Liposomes are phospholipid bilayers that can enclose air pockets for ultrasound imaging. d) Nanobubbles are gas-liquid emulsions that can fuse into echogenic microbubbles at the target site. e) Solid nanoparticles are solid amorphous substances with gas entrapped in their pores or fissures increasing echogenicity.
**Figure 2.**
Schematic representation of the use of PFC nanodroplets as ultrasound contrast agents. Due to their small size, PFC nanodroplets extravasate into the tumor interstitium. Following administration of acoustic energy, the liquid perfluorocarbon core can be vaporized and transferred into gaseous phase, thereby increasing echogenicity at the site of PFC nanodroplet accumulation.
Figure 3.
Schematic representation of the use of nanobubbles as ultrasound contrast agents. Tumors are characterized by defective vasculature with large gaps between the endothelial cells, allowing extravasation of non-targeted nanobubbles and passive accumulation in tumor interstitium. In the tumor interstitium, these nanobubbles can coalesce to form echogenic microbubbles, detectable by ultrasound imaging (modified from Rapport et al, J Natl Cancer Inst 2007).
Figure 4.
a) Schematic representation of targeted microbubbles (MB) attached to receptors expressed on tumor endothelial cells after intravenous administration. Microbubbles remain predominantly in the vasculature due to their size (several micrometers) and thus adhere only to the tumor endothelial cells and not to tumor cells. Some microbubbles do not attach to receptors and freely float. After high-power destructive pulse, adherent microbubbles are destroyed and freely circulating microbubbles replenish from outside imaging plane after several seconds. b) Graphical summary of the approach for quantification of imaging signal from attached microbubbles. Adapted from Willmann et al, Radiology Vol 246, number 2, 2008 \(^{49}\).
Figure 5.
Molecular ultrasound images of a subcutaneous human ovarian adenocarcinoma xenograft tumor (arrows) in a nude mouse after intravenous administration of singly-targeted microbubbles, targeted at vascular endothelial growth factor receptor type 2 (a) or αvβ3 integrin (b), and dual-targeted microbubbles (c). Molecular ultrasound imaging signal is shown as green overlay on B-mode images. Note that in vivo imaging signal is substantially higher after administration of dual-targeted microbubbles compared to either of the singly-targeted microbubbles. Reprinted with permission from Willmann et al, Radiology Vol 248, number 3, 2008.
Figure 6. Dual-targeted microbubble can be designed that mimic the behavior of leukocytes in vivo. a) Circulating leukocytes in the blood invade the site of inflammation through a process of several steps: 1) Capturing and 2) Rolling of leukocytes along the vasculature mediated through transient interactions between selectin proteins (e.g., P-selectin) and their ligands (e.g., P-selectin glycoprotein ligand-1 - PSGL-1); 3) Firm adhesion of leukocytes to endothelial cells by high affinity interaction between cell adhesion molecules (e.g., VCAM1) and integrins (e.g., Very Late Antigen-4- VLA-4); and 4) Extravasation (modified from Kunkel and Butcher 2003, Nature Reviews Immunology 3, 822-829). b) Dual-targeted microbubble targeted against both P-selectin and VCAM1, simulating vascular attachment of a leukocyte at sites of inflammation by first interacting with P-selectin and then firmly attaching via VCAM1.
Figure 7.
Figure 8.
Molecular ultrasound images of thrombi in femoral vein in the hind limb of dogs. A) at baseline without any contrast agent b) after the administration of non targeted microbubbles (SonoVue) c) after the administration of microbubbles targeted against GP (Platelet Glycoprotein) IIb/IIa receptor. Note better visualization of intravascular thrombus with targeted microbubbles. Reprinted with permission from Wang et al, Acad Radiol, Vol 13: 428-433, 2006.
Figure 9.
(a) High-frequency (30 MHz) B-Mode image of a biotinylated gelatin vessel phantom which is perfused with avidinated microbubbles. (b) Nonlinear subharmonic (15 MHz) image of the avidinated microbubbles inside the phantom, without interframe filtering signal processing (microbubbles bound to the vessel wall through the avidin-biotin complex are highlighted with white arrows). (c) Subharmonic image of avidinated microbubbles inside the phantom, using interframe filtering to isolate signal from bound microbubbles in the presence of flowing ones (bound microbubbles highlighted with red overlay) Reprinted with permission from Needles et al, Ultrasound Med Biol, 35(9): 1564-1573, 2009.
### Table 1
Current state of the art clinical ultrasound systems and their respective contrast imaging technologies

<table>
<thead>
<tr>
<th>Manufacturer</th>
<th>System</th>
<th>Technology</th>
</tr>
</thead>
<tbody>
<tr>
<td>Philips</td>
<td>iU22</td>
<td>Pulse Inversion (PI)</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Power Modulation (PM)</td>
</tr>
<tr>
<td></td>
<td></td>
<td>PM/PI</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Coded Contrast Harmonics (CCH)</td>
</tr>
<tr>
<td>General Electric</td>
<td>Logiq 9</td>
<td>Coded Harmonic</td>
</tr>
<tr>
<td>Siemens</td>
<td>Sequoia</td>
<td>Cadence Contrast Pulse Sequencing (CPS)</td>
</tr>
<tr>
<td>Hitachi</td>
<td>HI Vision 900</td>
<td>Dynamic Contrast Harmonic Imaging (dCHI) using wideband Pulse Inversion (PI)</td>
</tr>
<tr>
<td>Toshiba</td>
<td>Aplio XG</td>
<td>Pulse Subtraction</td>
</tr>
<tr>
<td>Aloka</td>
<td>Prosound Alpha 7</td>
<td>Contrast Harmonic Echo using ePureHD (Extended Pure Harmonic Detection)</td>
</tr>
<tr>
<td>Esaote</td>
<td>MyLab GOLD</td>
<td>CnTI (Contrast Tuned Imaging)</td>
</tr>
</tbody>
</table>